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Abstract 

The performance of novel n-in-p planar pixel detectors, designed for future upgrades of the ATLAS Pixel system is presented. 
CS| The n-in-p silicon sensors technology is a promising candidate for the pixel upgrade thanks to its radiation hardness and cost 
effectiveness, that allow for enlarging the area instrumented with pixel detectors. The n-in-p modules presented here are composed 
of pixel sensors produced by CiS connected by bump-bonding to the ATLAS readout chip FE-I3. 

The characterization of these devices has been performed before and after irradiation up to a fluence of 5 x 10^^ 1 MeVneqCm"^. 
^ Charge collection measurements carried out with radioactive sources have proven the functioning of this technology up to these 
particle fluences. First results from beam test data with a 120 GeV/c pion beam at the CERN-SPS are also discussed, demonstrating 
a high tracking efficiency of (9 8. 6 + 0. 3)% and a high collected charge of about 10 ke for a device irradiated at the maximum fluence 
lO and biased at 1 kV. 



O 1. Introduction 
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The upgrade of the Large Hadron Collider (LHC), known 
as the High Luminosity-LHC or HL-LHC, is planned to be 
achieved in two steps 1 1 1. From 2016 the luminosity is foreseen 
O to be increased to around (2-3) x 10^^ cm"^s"^ Focusing on the 
c/^ ATLAS tracker, an upgrade of the pixel system, called New- 
^^Pix, is under discussion for the year 2018 | 2 | when, depending 



Oh 



on the operational performance, a replacement and extension of 
the entire pixel detector may be needed. After 2020, a major up- 
grade will increase the luminosity further to 5 x 10^^ cm"^s"\ 
and requires the replacement of the ATLAS strip tracker and 
of the pixel system, in case the latter will not have been al- 



> 

ready exchanged in 2018. In this scenario, the innermost layers 
ff^ of the ATLAS vertex detector system will have to sustain very 
lO high fluences of more than 10^^ 1 MeV equivalent neutrons per 
^vq square centimeter (ngqCm"^) with 3000 fb"^ total integrated lu- 
^-H minosity at the end of the LHC lifetime around 2030. The total 
surface covered by pixel sensors is foreseen to increase from 
the present 1.8 m^ to about lOm^ in the upgraded ATLAS de- 
^ tector. This significantly larger area requires the use of cost- 
eff'ective n-in-p sensors instead of the standard n-in-n technol- 
ogy used to instrument the present pixel detectors of the LHC 
experiments. To investigate the performance and the range of 
fluences for which n-in-p pixel sensors can be used, a common 
production within the CERN-RD50 Collaboration (3) and the 
ATLAS Upgrade Planar Pixel Sensor R&D group has been re- 
alized. Preliminary results from this production have already 
been presented in (HO. 
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2. Sensor description 

The production of n-in-p pixel sensors has been performed 
by CiS (Erfurt, Germany) 1 6 1 on 4" wafers of high resistivity (p 
>10 kDcm) Float Zone material, with a thickness of 300 yum. 
The n-in-p technology with its guard-ring structure imple- 
mented on the front- side, shown in Figure[T] allows for a single 
sided processing of the wafer. This implies a reduced number 
of process steps, leading to a cost reduction. The design of the 
pixel cells and the guard-ring structure was first implemented 
in a n-in-p pixel production |7| by MPP-HLL. To achieve 
a narrower inactive region, two modified versions of the 
guard-ring structure with 15 and 19 rings were implemented in 
the CiS production. 
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Figure 1: Design of the 19 guard-ring (GR) structure on the front-side of the 
n-in-p pixel sensor. 

The biasing of the pixel matrix is realized via the punch- 
through structure of each individual pixel cell, connected 
with aluminum lines to the common bias ring. This allows 
for the electrical characterization of the sensor before the 
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Figure 2: Design of a single pixel. The implantation extends over the entire 
structure shown, and has a ring shaped opening at the punch through bias dot 
displayed on the right side. The metal layer, covering most of the implant, is 
shown as a large rectangle with rounded corners on the left side. The T-shaped 
structure at the far right end comprises the metal lines, connecting the bias dot 
to the bias ring. The opening in the nitride and oxide layers is displayed as the 
rectangle in the centre of the pixel. The small circle at the left end of the pixel 
is the opening in the passivation, where the pixel will be connected with bump 
bonding. 

interconnection to the front-end electronic chip. Since, as 
shown in Figure[2j the central dot of the n^ implantation is 
not directly connected to the pixel structure, a reduced charge 
collection efficiency in this region is expected. 

Each wafer hosts ten FE-I3 |8 | compatible pixel sensors, 
which consist of normal, long, ganged and inter-ganged pixels 
arranged in 18 columns and 160 rows, having a total active sur- 
face of 7.7 mm x 8.2 mm. The normal pixels cover the central 
region between the second and the 17^^ column and extended 
from row zero to 152, with a pixel size of 400yumx50yum. 
The first and the last column consist of long pixels measuring 
600yumx50yum. The uppermost seven rows are populated 
alternating with ganged and inter-ganged pixels, in which the 
inter-ganged pixels have the same layout as the normal pixels. 
The ganged pixels assure the connection to four additional 
pixel rows, which are not bump-bonded to the front-end chip. 
This implies that the ganged pixel have double the size of a 
normal pixel cell. 

Before the deposition of the Under Bump Metallization 
(UBM), the sensors front side has been passivated with a 
BCB layer (BenzoCycloButen, Cycloten) that provides higher 
electrical insulation capability than Si02. This ensures the 
severe insulation requirements of n-in-p pixels, where the area 
on the front-side, outside the guard-ring structures, is kept at a 
large potential, while facing the read-out chip, kept at ground 
potential. 

The thickness of the deposited BCB on the sensor surface 
is 3yum and this passivation layer has only been opened in 
correspondence of the UBM pads. Since the process has been 
performed at wafer level the dicing lines and the vertical sides 
of the sensors are not protected in this approach. The chip 
lies inside the sensor guard-ring structures everywhere except 
for the side where the chip balcony with the EOC (End Of 
Columns) logic is located. 



3. Modules and experimental setups 

A single chip module (or module) is built by the FE-I3 
front-end chip O bump-bonded to a sensor, and it is used for 
the characterization and qualification of the sensor technology. 
Figure [3] shows a single chip module on a test card which 
provides the necessary connectors for communication and 
power supply. 




Figure 3: Photograph of a single chip module on a test card. The module can 
be seen on the left hand side. 

Wire bonds are used to connect the front-end chip with 
the test card, and to apply the bias voltage for depleting 
the sensors. The module is glued onto two ceramic stripes, 
providing mechanical support, over an opening in the test 
card, which allows for source measurements with an external 
trigger system. Each pixel is bump-bonded to a corresponding 
front-end pixel cell, which consists of a digital and analog 
part. Signals from the sensor are first processed in the analog 
part, where two amplifiers determine whether the signal is 
higher than the threshold, and perform the shaping of the 
feedback current. The output is passed on to the digital part, 
where a discriminator converts the analog signal, decoded in 
counts of an external clock running at 40 MHz. This digital 
signal is the time over threshold (ToT), which can be converted 
into the collected charge from the sensor. The front-end chip 
also allows to use the hit pixel as an internal trigger. This is 
especially useful for y- source measurements, that are used 
to compare the measured charge with the expected deposited 
charge, calculated from the known photon energies. 
To perform accelerated aging and long term viability studies, 
a collection of several modules has been irradiated at a broad 
range of fluences, with diff'erent particles, up to a fluence of 
5x10^^ neqCm"^. Several modules have been irradiated with 
neutrons at the TRIGA reactor at the Josef Stefan Institut (JSI) 
191 , and others at the Karlsruhe Institute of Technology (KIT) 
ifTOll with a 25MeV proton beam. The modules have been 
stored in a cold environment after the irradiation, to prevent 
annealing. However, the modules irradiated at JSI had to be 
dismounted from the test card for irradiation and remounted 
afterwards, and thus an annealing of 1-2 days could not be 
avoided. Table [T] lists the irradiated assemblies with their 
respective target fluences, scaled to IMeVneq, following the 
NIEL hypothesis |11|. 

The modules have been characterized by measuring the leakage 
current versus the reverse bias voltage, the threshold, the noise, 
and the response to radioactive y- and yS- sources. These 
measurements have been performed in a climate chamber 
at low humidity and stable air temperature. A selection of 
representative results, obtained before and after irradiation, are 
reported in Section 4. 

The performance of a number of irradiated modules have been 
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Module ID 


Fluence [neqCm ^] 


Facility 


A 


1x10^^ 


KIT 


B 


1x10^5 


JSI 


C 


2x10^5 


JSI 


D 


3x10^5 


JSI 


E 


5x10^5 


JSI 



Table 1: Overview of irradiated modules with the respective target fluences. 

investigated at the CERN SPS North Area with a 120 GeV/c 
TT^ beam. Thanks to the high momentum of the beam particles, 
the multiple scattering is minimized, leading to high precision 
tracking measurements, performed with the EUDET beam 
telescope IIT2l . To avoid annealing during the data taking, and 
to ensure low leakage current, the modules under test have 
been cooled to negative Celsius temperatures using a dry-ice 
system. The results from the beam test analysis are reported in 
Sections, concentrating on the tracking efficiency, the charge 
sharing, the cluster size, and the charge collection across the 
pixel area. 



4. Characterization and source-test measurements 

4.1. IV measurements 

The leakage current measurement will reveal any damage 
coming from dicing and the flip-chipping procedure. It is also 
used to evaluate the irradiation fluence, and the annealing con- 
dition of irradiated assemblies. 

All the manufactured sensors were electrically characterized 
before being selected for flip-chipping to the front-end chip. 
Figure |4] shows the IV characteristics at room temperature, of 
the measured sensors after UBM treatment. All selected sam- 
ples show leakage currents below 0.6 yuA, when operated at a 
bias voltage of 150 V. In most sensors, the breakdown takes 
place at voltages above 400 V, while the sensors are already 
fully depleted at about 60 V. 

Figure [5] shows the IV characteristics of the samples irradiated 
with neutrons up to 1, 2 and 5 x 10^^ neqCm"^. As expected, 
the breakdown voltage of the irradiated sensors shifts to higher 
values, and for the fluence of 5x 10^^ ngqcm"^ exceeds 800 V. 
Also the leakage currents are in agreement with expectations, 
showing increasing leakage currents with increasing fluences. 

4.2. Response to radioactive sources 

Measurements with radioactive sources are a possibility to 
analyze the sensor performance of devices before and after ir- 
radiation. A common way to perform measurements is to use 
a y-source as ^"^^Am to verify the integrity of the bump-bond 
connections between the sensor and the front-end chip, and a 
^^Sr yS-source, to study the charge collection in the sensor. 
Prior to the source tests, the front-end chip has been tuned to a 
threshold of 3.2 ke. A typical threshold distribution for a non- 
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Figure 4: IV characteristics of selected non-irradiated sensors after under bump 
metallization performed at a temperature of 20 °C controlled in the probe sta- 
tion. 
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Figure 5: IV characteristics of the selected modules: B, C and E, irradiated up 
to 1, 2 and 5 x 10^^ neqcm"^ respectively. The measurements have been scaled 
to a temperature of -20 °C fT3l. 

fact that the main contribution to sensor noise for non-irradiated 
sensors is known to come from the sensor capacitance. At a bias 
voltage of 150 V, the noise lies in the range from 145 e to 160 e, 
which is compatible with what has been measured for the n-in- 
n modules 1 14 |. Very uniform results have been obtained for all 
modules that have been tested. 



In figure |7(a)| and |7(b)| the threshold and noise distributions 
for sample E, irradiated up to 5 x 10^^ neqCm"^, are shown at 
a bias voltage of lOOOV and for an air temperatures in the 
climate chamber of -60 °C. In these extreme conditions, far 
beyond the FE-I3 specifications |8|, the module is more diffi- 
cult to tune. Nonetheless, three quarters of the pixels could be 
tuned to the desired threshold of 3.20 ke with a standard devi- 



irradiated sample is shown in Figure 6(a) Figure 6(b) shows 
the noise as a function of the bias voltage, which agrees with the 



ation of 0.17 ke. Figure 7(b) shows that the noise is comprised 
mostly in the range of 150 e and 200 e, still compatible with 
pre-irradiation values. 

Measurements with an ^^^Am y- source have been performed 
to verify both the functioning of the bump-bond connections 
between the sensor and the front-end chip, and the front-end 
tuning. Figure [s] shows the ^"^^Am y-source spectrum obtained 
with a non-irradiated sensor biased at 350 V. Since the y-source 
emits photons with an energy of 60 keV that deposit a charge of 
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Figure 6:|(a)]Threshold distribution of a non-irradiated sample after tuning to a 
target threshold value of 3200 e. |(b)| Noise measurements as a function of the 
applied bias voltage measured on a non-irradiated sample. 



about 16.6 ke in silicon, the position of the photoelectric peak of 
the measured charge distribution is used to verify the front-end 
calibration. The measured peak position at about 15ke agrees 
with the expectation within the uncertainty due to the ToT to 
charge calibration process. This uncertainty contains several 
components, and is estimated to be about 10%. It is assigned to 
all charge measurements that follow. 

Using a ^^Sr yS-source, the charge collection has been mesured 
in a climate chamber at low humidity and stable air temper- 
ature (-h20 °C for non-irradiated samples and between -20 °C 
and -60 °C, with most of the measurements at -50 °C, for ir- 
radiated samples). The reported temperatures are the measured 
air temperatures in the climate chamber. Using IV measure- 
ments these have been estimated to be 5 °C to 10 °C lower than 
the temperature on the sensor, where the dissipated power of 
the front-end chip leads to a temperature increase. The experi- 
mental setup used for the charge collection study consists of a 
^^Sr source, placed on top of a scintillator attached to a photo- 
multiplier. The modules were placed between the source and 
the scintillator. 



Figure 9(a) shows the distribution of the charge collection, ob- 
tained with a non-irradiated sample, biased at 150 V. The most 
probable value (MPV), obtained from the signal of all cluster 
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Figure 7: |(a)| Threshold and |(b)| noise distributions of the sample E, irradiated 
to 5 X 10^^ neqcm"^, biased at 1000 V, and kept at an air temperature of -60 °C. 



O 

88 
■|6 

LU 



Constant 8 ± 2 

Mean (14.7±0.1)ke 
Sigma (0.6±0.1)ke 





10 



15 

Charge [ke] 



Figure 8: ^^^Am spectrum measured with a non-irradiated module, biased at 
350 V, and kept at room temperature. 



sizes, resulting from a convolution of a Landau and a Gaussian 
distribution, is (19+2) ke. The charge collection was also stud- 



ied as a function of the bias voltage. Figure 9(b) shows that the 
MPV is constant for a bias voltages above 150 V and decreases 
below the depletion voltage at about 60 V. 
The same characterization has been performed with irradiated 



samples. Figure [T0| shows the distribution of the charge col- 
lection, obtained for sample E, irradiated at 5 x 10^^ ngqCm"^, 
biased at 1000 V, and kept at an air temperature in the climate 
chamber of about -60 °C. Also in that case, the distribution 
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Figure 9: |(a)| Charge collection distribution obtained from ^^Sr source mea- 
surement with a non-irradiated module, biased at a voltage of 150 V, and kept 
at room temperature. The distribution refers to all cluster sizes and the mea- 
sured most probable value (MPV) is (19±2) ke. |(b) [ Dependence of the MPV on 
the applied bias voltage, obtained with ^^Sr source scans with a non-irradiated 
device. The dotted line denotes the value of the front-end threshold, tuned at 
3200 e. 
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Figure 10: Charge collection distribution obtained from a ^^Sr source measure- 
ment on sample E, irradiated up to 5 x 10^^ neqcm"^, biased at 1000 V, and kept 
at an environment temperature of -60°C.The distribution refers to all cluster 
sizes, and the measured MPV is (ll±l)ke. 



refers to all cluster sizes, and the measured MPV is (ll±l)ke. 
The degradation of the collected charge is attributed to the fact 
that the sensor is not fully depleted, and part of the charge re- 
leased along the bulk is trapped, and thus not collected. 
The summary of the charge collection measurements as a func- 
tion of the bias voltage is reported in Figure [TT] for neutron ir- 



radiated modules, where the front-end chips were tuned to a 
threshold of 3.2 ke (dotted line). As expected, for a given bias 
voltage, the MPV decreases with the received fluence 1 15 |. 
The results obtained with the sample E have been compared 
with those from an n-in-n sample irradiated to the same equiva- 
lent fluence of 5x10^^ neq 1 16 |. The two technologies show very 
similar behaviour of the charge collection efficiency. 




1000 1200 

Bias voltage [V] 

Figure 11: Charge collected by neutron irradiated modules, obtained from ^^Sr 
measurements, as a function of the bias voltage. The modules were tuned to a 
front-end threshold of 3200 e. The uncertainties shown are due to the spread 
of the internal calibration capacitors. The results from the n-in-n modules are 
from 06]. 



5. Beam test measurements and results 

Beam test studies were conducted at the CERN SPS/H6 
beam-line with 120 GeV/c tt^ using the EUDET telescope fT2l 
for tracking. An overview of the test-beam setup can be found 
in ifTTI . Cooling for the irradiated modules was achieved by 
using dry ice within an insulated volume. 

5.7. Beam test analysis 

In the beam test analysis, a fiducial region spanning 14 
columns and 118 rows in the centre of the sensor is used. To 
compensate for movements due to temperature changes, the 
alignment procedure is repeated for each run. 

5.2. Tracking efficiency 

For the non-irradiated module as well as for module E, irra- 
diated up to 5 X 10^^ neqcm"^, tracking efficiencies were deter- 
mined. The tracking efficiency is calculated as the ratio of the 
number of clusters matched to impact points calculated from 
the telescope tracks, to all measured cluster in the respective 
module, within the fiducial region, omitting masked pixels and 
their corresponding neighbours. A track is matched to a clus- 
ter if their distance is less than 400 [im in the long, and 150 yum 
in the short pixel direction. For the non-irradiated module, a 
tracking efficiency of (99.3 ± 0.2) % is measured, with a ho- 
mogenous behaviour over all the pixels. The efficiency for 
module E irradiated up to 5 x 10^^ neqCm"^ is still as high as 
(98.6 + 0.3)%, when using a threshold of 3.2 ke, and at bias 
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Figure 12: Several quantities as functions of the impact point predicted by the telescope. Shown are |(a)| the mean tracking efficiency for module E, operated at a 
bias voltage of 600 V, [(b)] the mean collected charge for module A, operated at a bias voltage of 500 V, and |(c)| the probability of charge sharing between pixels for 
module B, operated at a bias voltage of 700 V. The pixel geometry is shown in |(d)| both for an individual pixel as used in |(a)|[(b)] indicated by the central frame, and 
for the two by two pixel matrix exploited in[(c)] 



voltage of 600 V. Lowering the threshold to 2 ke does not sig- 



nificantly change the efficiency. Figure 12(a) shows the mean 
tracking efficiency, as a function of the impact point predicted 
by the telescope, within a pixel geometry indicated by the cen- 
tral frame in Figure 12(3)] While in the main pixel region the 
efficiency is 99.8 %, in the region of the punch through biasing, 
the efficiency is lower, due to the implant structure. 

5.3. Charge collection 

The position of the charge released within the pixel can be 
determined from the reconstructed impact point, which has a 
resolution of 2.5 fim ifTTIl . as given by the precision of the tele- 
scope. Figure T2(b)] shows the mean collected charge, as a 
function of the impact point predicted by the telescope, within 
a pixel g eometry as indicated by the central frame in Fig- 
ure 12(d) for module A, irradiated up to 1 x 10^^ neqCm"^, and 



biased at 500 V. As in the non-irradiated modules, the bias dot 
is visible. Additionally, for irradiated modules, the edge and 
corner regions have lower charge collection efficiencies, since 



charges are shared more likely between more pixels. Clearly, 
for the entire pixel area, the MPV exceeds twice the threshold 
of 3200 e. 

5.4. Charge sharing 

The position resolution of the detector is improved by taking 
charge sharing between diff'erent pixels into account. On the 
other hand, if the charge measured in one pixel is below thresh- 
old, due to the charge sharing, the tracking efficiency will be 
diminished. In the beam test, the probability for a charge to 
be shared with other pixels can be determined as a function 



of the track impact point. In Figure 12(c) the charge shar- 
ing probability, P(share), is shown for module B, irradiated up 
to 1 X 10^^ neqcm"^, operated at a bias voltage of 700 V. It is 
defined as the fraction of hits sharing charge with their corre- 
sponding neighbours, to all hits at this position. In the figure, 
showing a two by two pixel matrix centered on one pixel, all 
data from the module is superimposed. The orientation of the 
central pixel is the same as for figure[2j with the bias dot on the 
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right hand side. As expected, the sharing probabiHty is highest 
at the side opposite to the bias dot, and in between four pix- 
els, i.e. at (x,y) e {(200yum, 25yum), (200 yum, 75yum)}. On 
the punch through biasing side, i. e. at x = 600 yum, the charge 
sharing is reduced, since, when distributed over more than one 
pixel, in this area the collected charge more likely does not ex- 
ceed the threshold. The other zones of high sharing probability 
align naturally with the borders of the pixel cell. The depen- 
dence of the overall charge sharing probability on the applied 
bias voltage is shown in Figure [13] Due to the higher charge 



collection efficiencies at higher voltages, and thus increased 
likelihood of the collected charge to exceed the threshold also 
in the neighbouring pixel, the probability rises with bias volt- 
age. The collected charge decreases with the fluence, and the 
probability that a hit is below threshold, and not detected, in- 
creases accordingly, leading to a lower sharing probability. If 
the threshold is lowered from 3.2 ke to 2 ke for module E, irradi- 
ated at 5 X 10^^ neqcm"^, and biased at 600 V, the overall charge 
sharing probability increases to 5 %. 
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Figure 13: Dependence of charge sharing probability as function of the bias 
voltage for module B, irradiated up to 1x10^^ neqcm"^, and E, irradiated up to 



5xl0i^neqCm-2 



within the testbeam. 



6. Conclusion 

In view of the LHC upgrade phases towards HL-LHC the 
ATLAS experiment plans to upgrade the Inner Detector with an 
all silicon system. The n-in-p silicon technology is a promising 
candidate for the pixel upgrade thanks to its radiation hardness 
and cost effectiveness, that allow for enlarging the area instru- 
mented with pixel detectors. 

In this paper, the properties of novel n-in-p planar pixel detec- 
tors were presented, and a signal over threshold of more than 
three, together with low noise, has been obtained with a module 
irradiated up to 5x 10^^ neqCm"^. At the maximum fluence, a 
charge of about 10 ke was collected, at a bias voltage of 1000 V, 
with the discriminator threshold tuned to 3200 e. Thanks to 
the coating of the sensor surface with a BenzoCycloButene 
layer, the modules can be stably operated at these high volt- 
ages, i.e. over days of operating time, no sparks between the 
front-end chips and the sensors were observed. For the mod- 
ule irradiated at the maximum fluence of 5 x 10^^ ngqCm"^, the 



tracking efficiency is (98.6 + 0.3)%, when setting a threshold 
of 3200 e, and biasing the module at 600 V. 
A next n-in-p pixel sensor production is on-going at CiS, on 4" 
wafer of 150yum, 200 yum, and 300 yum thickness. These pixel 
sensors have a geometry compatible with the new ATLAS FE- 
14 chip 1 18 1, with a pixel dimension of 50 x 250 jim^. The width 
of the inactive region is reduced to 450yum per side. The re- 
duced bulk thickness should lead to an enhanced charge col- 
lection efficiency after irradiation, as observed in many studies 
performed within the RD50 collaboration. 
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